Henningsson AJ, Gyllemark P, Lager M, Skogman BH, Tjernberg I. Evaluation of two assays for CXCL13 analysis in cerebrospinal fluid for laboratory diagnosis of Lyme neuroborreliosis. APMIS 2016; 124: 985-990 We evaluated the diagnostic performance of two assays, one bead-based assay and one enzyme-linked immunosorbent assay (ELISA), for the determination of CXCL13 levels in cerebrospinal fluid (CSF) from patients with suspected Lyme neuroborreliosis (LNB). Patients investigated for LNB were retrospectively included (n = 132): 35 with definite LNB, 8 with possible LNB with CSF pleocytosis but normal antibody index (AI), 6 with possible LNB with elevated AI but no CSF pleocytosis and 83 non-LNB patients. CSF samples had been drawn before antibiotic treatment and were analysed for CXCL13 by Quantikine ELISA (R&D Systems) and recomBead (Mikrogen). Receiver operating characteristic analyses based on the definite LNB and non-LNB groups revealed a best performance cut-off of 56 pg/mL for Quantikine and 158 pg/mL for recomBead (sensitivity and specificity 100% for both assays). When applying these cut-off levels on the study groups, the two assays performed equally well regarding sensitivity and specificity. In the group of patients with pleocytosis but negative AI, the majority of whom were children with short symptom duration, the CXCL13 analysis supported the LNB diagnosis in half of the cases. We consider CSF-CXCL13 analysis a useful diagnostic tool, in addition to Borrelia-specific AI, in laboratory diagnostics of LNB.
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Lyme neuroborreliosis (LNB) is the most common form of disseminated Lyme borreliosis in Sweden as well as in other parts of Europe (1, 2) . According to European guidelines, the diagnosis of definite LNB requires neurological symptoms, pleocytosis in the cerebrospinal fluid (CSF) and intrathecal production of Borrelia-specific antibodies (positive antibody index, AI) (3) . Patients fulfilling only two of the three criteria may be diagnosed with possible LNB. However, in very early disease, the sensitivity of antibody tests may be low, and a positive AI may also persist for a long time after a passed LNB (4, 5) .
The B-cell-attracting chemokine CXCL13 has in previous studies been shown to be reliably elevated in the CSF of patients with early LNB, and furthermore, to decrease rapidly after antibiotic treatment (6) (7) (8) (9) . Thus, analysis of CXCL13 in the CSF may be helpful in AI-negative patients with possible early LNB, as well as a marker for active disease and in control of therapeutic response in AI-positive patients. Furthermore, CXCL13 has been proven to be useful for discriminating acute LNB from other CNS disorders (10) (11) (12) . However, the appropriate cut-off level has been debated and previous studies based on the same enzyme-linked immunosorbent assay (ELISA) have used different cut-off values (8) (9) (10) (11) (12) (13) (14) (15) .
We have previously evaluated the performance of CSF CXCL13 in LNB diagnosis, and the results suggested an improved diagnostic sensitivity in addition to Borrelia-specific AI, especially in children with possible LNB (14) . In this study, the aim was to evaluate and compare the diagnostic utility and performance of two different assays for the determination of CXCL13 concentrations in CSF in adult and paediatric patients with acute LNB.
MATERIALS AND METHODS
Patients investigated for suspected LNB during 2007 through 2009 were included retrospectively (n = 132): 35 with definite LNB according to the European guidelines (group 1) (3), 8 with possible LNB based on CSF pleocytosis and neurological symptoms strongly suggestive of LNB (all had meningitis and/or facial palsy) but normal AI (group 2) and 6 with possible LNB based on elevated Borrelia-specific AI but no CSF pleocytosis (group 3). As a non-LNB reference group, we selected, from the patients investigated for suspected LNB, 83 patients with normal Borrelia-specific AI and no CSF pleocytosis (group 4). The patients in group 4 had symptoms such as headache, vertigo, paraesthesia, numbness, fatigue and myalgia, and some received other specified diagnoses such as Bell's palsy (n = 16), cerebral vascular disease (n = 6), autoimmune disorders (n = 8), psychiatric diagnoses (n = 4), sciatica (n = 3), trigeminal neuralgia (n = 2), Alzheimer's disease (n = 2), Parkinson's disease (n = 1), amyotrophic lateral sclerosis (n = 1), multiple sclerosis (n = 1), lymphoma (n = 1), hypertension (n = 1) and deterioration of post-poliomyelitis syndrome (n = 1). Characteristics of the patient groups are presented in Table 1 . The classification of patients was based on clinical evaluation according to medical records, CSF cell count (pleocytosis was defined as mononuclear cells >5/lL) and AI determined by the recomBead Borrelia IgM and IgG assays (Mikrogen Diagnostik GmbH, Neuried, Germany). We have previously evaluated the performance of this CSF anti-Borrelia antibody assay and found that this bead-based multiple antigen test achieved both high sensitivity and specificity in laboratory diagnostics of LNB (16) .
CSF specimens were collected prior to antibiotic treatment and analysed for CXCL13 by the Quantikine ELISA Human CXCL13/BLC/BCA-1 (R&D Systems, Minneapolis, MN, USA) and the bead-based assay recomBead CXCL13 (Mikrogen Diagnostik GmbH) according to instructions from the manufacturers. All samples were stored at À20°C pending analysis, and the samples were frozen and thawed once between the Quantikine ELISA CXCL3 and the recomBead CXCL13 analyses. The recomBead CXCL13 assay uses Luminex xMAP technology and, in this study, a Bio-Plex 200 System (Bio-Rad Laboratories, Inc., Hercules, CA, USA) was used together with the software Luminex Xponent version 3.1 (Luminex Corporation, Austin, TX, USA) and recomQuant version 4.93 (Mikrogen Diagnostik GmbH). The typical standard curve for the Quantikine ELISA CXCL13 allowed measurements between 0.04 and 500 pg/mL. Samples with higher CXCL13 concentrations were re-analysed after dilution 1:10 and 1:50, but this was not carried out for the recomBead CXCL13 assay as this test allowed measurements between 9 and 1000 pg/mL and the available sample volumes were limited. The low-positive and the highpositive controls were within the defined target range for the recomBead CXCL13 assay in every run. Samples with CXCL13 concentrations below the detection limit were given half the value of the lowest point of the standard curve.
Intra-and inter-assay coefficient of variations (CVs) for the Quantikine ELISA CXCL13 were calculated previously from one internal control at approximately 50 pg/ mL run at three separate locations per 96-well microplate and based on the results from 15 microplates (14) . Intraand inter-assay CVs for the recomBead CXCL13 assay were determined using a sample with a CXCL13 concentration around 250 pg/mL run at four different locations per 96-well microplate and based on the results from four microplates.
Statistical analyses were performed using IBM SPSS Statistics version 20.0 (SPSS Inc., Chicago, IL, USA). For comparison of continuous variables between multiple study groups, the Kruskal-Wallis ANOVA test was used, followed by the Mann-Whitney U-test as a post hoc analysis. Two-tailed tests were used, and p-values <0.05 were considered to be significant. In order to determine and compare the ability of the two different CXCL13 assays to discriminate between diagnostic groups, cut-off values and area under curve (AUC) were calculated using group 1 
RESULTS
The CSF CXCL13 levels as measured by Quantikine ELISA CXCL13 and recomBead CXCL13, respectively, are presented for all patient groups in Fig. 1 . The intra-assay CV for the Quantikine ELISA CXCL13 was 9.0%, and the inter-assay CV was 15.3% (14) . For the recomBead CXCL13 assay, the intra-assay CV was 6.7% and the interassay CV was 10.2%.
ROC analyses based on group 1 (definite LNB) and group 4 (non-LNB) revealed a best performance cut-off value of 56 pg/mL for Quantikine ELISA CXCL13 (sensitivity and specificity 100%) and 158 pg/mL for recomBead CXCL13 (sensitivity and specificity 100%).
There are, however, well-known biological limitations to the AI used in the classification of patients, that is it may be negative in early LNB and it usually remains elevated for years even after successfully treated LNB (3). As CXCL13 levels are expected to be elevated in CSF before B lymphocytes are recruited to the CNS, and thus, before intrathecal Borrelia-specific antibodies can be detected, we wanted to evaluate the diagnostic performance of the two CXCL13 assays in AI-negative patients with pleocytosis and short duration of symptoms strongly suggestive of LNB. Due to the lack of a laboratory gold standard, we performed a thorough evaluation of clinical symptoms and medical history by scrutinizing the patients' medical records.
The patients in group 2, who are classified as possible LNB cases according to the European guidelines (3), were assessed as early acute LNB after review of their medical records. They all had meningitis and/or facial palsy, CSF mononuclear pleocytosis and short duration of symptoms (all, except two patients, had had their symptoms less than a week). Three of them had Borrelia-specific IgM or IgG antibodies in serum. One patient had an erythema migrans and one patient had noticed a tick bite prior to the onset of neurological symptoms.
In contrast, the patients in group 3, who are also classified as possible LNB according to the current guidelines, had an elevated Borrelia-specific AI, no CSF pleocytosis and symptoms of significantly longer duration compared to the other LNB groups, groups 1 and 2 (p = 0.002 and 0.001 respectively). Review of the medical records revealed that one of the patients in group 3 had been diagnosed with, and treated for, LNB 2 years earlier. The other five patients had symptoms such as paraesthesia, dysarthria, cognitive dysfunction, headache, fatigue, myalgia, arthralgia, neck pain, hyperaesthesia and radiating pain. All of the patients had Borrelia-specific IgG antibodies in serum and elevated Borreliaspecific IgG AI, whereas Borrelia-specific IgM could not be detected neither in serum nor in CSF (Borrelia-specific antibodies in serum had been analysed previously by Enzygnost Lyme link VlsE/IgG and Enzygnost Borreliosis/IgM, Siemens, Marburg, Germany, as part of the routine investigation of the patients' symptoms). Thus, the diagnosis of acute LNB at the time of the lumbar puncture and CSF sampling used for this study is dubious, and therefore, we chose to calculate the sensitivity and specificity for the two CXCL13 assays without this group (Table 2) . When applying the cut-off level of 56 pg/mL for the Quantikine ELISA CXCL13, four of the eight patients in group 2 had CXCL13 levels above the cut-off, and when applying the cut-off level of 158 pg/mL for the recomBead CXCL13 assay, five of the eight patients had CSF-CXCL13 levels above the cut-off. In group 3, all of the six patients had CSF-CXCL13 levels below the suggested cut-off with the Quantikine ELISA CXCL13, whereas with the recomBead CXCL13 assay, two of the six patients had CSF-CXCL13 levels slightly above the suggested cut-off.
DISCUSSION
In this study, we wanted to evaluate and compare the diagnostic performance of two different assays for CXCL13 analysis in CSF, one ELISA and one bead-based assay, and to assess their possible contribution to laboratory diagnostics in acute LNB. We observed substantial differences in concentrations when measuring CXCL13 by the bead-based assay compared to the ELISA, with generally much higher levels for measurements carried out by the bead-based assay. Discrepancies between these two assay formats have been described before (17, 18) , and the variations in absolute levels are probably due to different design of antibody pairs. Another, but less plausible, explanation for the higher concentrations found with the bead-based assay is the interference of heterophilic antibodies (19) .
The ROC analysis revealed that the two assays could equally well discriminate between group 1 (definite LNB) and group 4 (non-LNB), but at two completely different cut-off levels. This illustrates clearly that the best performance cut-off is not absolute but entirely dependent on the method and assay that is used. Moreover, previous studies, even if based on the same ELISA, have suggested different cut-off values (8) (9) (10) (11) (12) (13) (14) (15) . These difficulties to establish general cut-off levels for CSF-CXCL13 analysis in LNB diagnostics render interpretation of results more complicated, especially for moderately elevated levels, and may constitute an impediment for laboratories and clinicians in the implementation of this analysis in clinical practice.
The manufacturer of the bead-based assay recomBead CXCL13 suggests that CXCL13 levels of 190-300 pg/mL are considered as borderline results, and levels >300 pg/mL are interpreted as strongly supportive of the acute LNB diagnosis. Our results roughly corroborate these recommendations, as 190 pg/mL is comparable to the best performance cut-off level of 158 pg/mL that we found in this study, and 86% of the acute LNB patients (groups 1 and 2) had CSF-CXCL13 levels >300 pg/ mL with the recomBead CXCL13 assay.
The Quantikine ELISA CXCL13 and the recomBead CXCL13 assays performed equally well when applying the suggested cut-off levels on patients assessed as acute LNB (groups 1 and 2). It is our opinion that group 3 (elevated Borrelia-specific AI but no CSF pleocytosis) does not represent acute LNB, in contrast to group 2 (CSF pleocytosis, short duration of symptoms strongly suggestive of LNB, but negative Borrelia-specific AI) which is very likely to consist of patients with early acute LNB. Indeed, we find that there are certain limitations in the classification of LNB patients in the current European guidelines (3), according to which both our groups 2 and 3 are classified as possible LNB, whereas we find important differences between them. We suggest that patients corresponding to group 3 could be considered as previous LNB, and patients corresponding to group 2 as probable acute LNB.
Both CXCL13 assays evaluated here could support the acute LNB diagnosis in about 50% of the patients in group 2, mainly children, which we think is of value for the clinician who is offered additional information to be evaluated in relation to the medical history, clinical signs and symptoms, as well as other laboratory findings. In the group of patients with possible LNB and elevated Borreliaspecific AI but no CSF pleocytosis (group 3), the CSF-CXCL13 levels were below the suggested cut- off levels in all but two patients who had CXCL13 levels slightly above the cut-off for the recomBead CXCL13 assay, but the CXCL13 analysis did not give any conclusive additional information besides the cell count.
To be applicable in clinical practice, assays for CXCL13 measurements in CSF should not only be accurate, but they should also be fast, easy to use, relatively inexpensive and require the least possible sample volume. The recomBead CXCL13 assay met several of these criteria as it required little handson time, all reagents were ready to use after thawing and data analysis was performed by the software. However, this assay is rather expensive and it also requires access to expensive equipment that may not be available in every laboratory. The two assays required the same sample volume (50 lL) and had comparable incubation steps. The Quantikine ELISA CXCL13, however, involved standard dilution and the manual generation of a standard curve. The ELISA format does not require the use of a special instrument apart from an ordinary spectrophotometer, and another advantage may be the rather extensive amount of data and widespread experience from this assay, as it has been used in most of the previously published studies on CXCL13 in LNB.
Possible limitations in our study may be the retrospective study design and the lack of a fully reliable gold standard for classification of patients. However, we have based our classification of the patient groups on the recomBead Borrelia IgM and IgG AI, a test that we previously have evaluated on a similar group of patients, the CSF cell count and review of the patients' medical records. Another possible limitation may be that the non-LNB patients did not have CSF pleocytosis and therefore had lower levels of CSF-CXCL13. On the other hand, the use of CSF-CXCL13 in discriminating LNB from other CNS conditions with pleocytosis has been addressed in previous studies (6, 9, 10, 12, 13, 20) and was not the principal aim of this study.
In conclusion, the Quantikine ELISA CXCL13 and the recomBead CXCL13 assay performed equally well regarding sensitivity and specificity in patients evaluated for acute LNB. In the group of patients with pleocytosis but negative Borrelia-specific AI, the majority of whom were children with short duration of symptoms, the CXCL13 analysis supported the LNB diagnosis in about half of the cases. Thus, we consider CXCL13 analysis in CSF, a useful diagnostic tool, in addition to Borrelia-specific AI, in laboratory diagnostics of LNB. However, a limitation of CSF-CXCL13 analysis is the difficulty to establish generally applicable cut-off levels.
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